Equipment Required:

- Tri-Pod Mount
- Any Tri-Pod with Standard Mounting Plate
- 6” – 8” Standard Cable Tie
- GilAir Plus Air Sampling Pump
## Instructions

<p>| | |</p>
<table>
<thead>
<tr>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>1</strong></td>
<td>Attach Tri-Pod Bracket to Tri-Pod Mounting Plate Screw as shown.</td>
</tr>
<tr>
<td><strong>2</strong></td>
<td>Attach GilAir Plus Air Sampling Pump by sliding Belt Clip over Tri-Pod Bracket until Pump seats on bottom of Bracket as shown.</td>
</tr>
<tr>
<td><strong>3</strong></td>
<td>Secure GilAir Plus Air Sampling Pump to Tri-Pod Bracket by feeding a 6” to 8” Cable Tie through each side of the Bracket passing through the Belt Clip.</td>
</tr>
<tr>
<td><strong>4</strong></td>
<td>The GilAir Plus Air Sampling Pump is now secured to the Tri-Pod and ready for sampling.</td>
</tr>
</tbody>
</table>