) OB ®
2 _ GilAir Plus
Belt Clip Replacement
Instruction Sheet

INSTRUCTIONS FOR INSTALLATION

1. Remove screws and old belt clip from battery
pack using L-Key T8 driver provided.

2. Discard old screws and belt clip.

3. Verify that the provided (2) button head screws
contain a locking patch applied to their threads.

4. Using the L-Key T8 driver; attach new
replacement belt clip using the (2) button head
T8 Torx screws.

(Note: Tighten Screws to approx. 4in.- Ibs.)
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